Bronchography test studies at the angiography station of the VEPP-3 storage ring.
The K-edge dichromography method was applied for preliminary bronchography test studies at the angiography station on the VEPP-3 storage ring. Images of xenon distribution over the test sample of Plexiglass were acquired. The obtained results demonstrate that thicknesses of xenon as small as 0.5 mm can be visualized.